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ABSTRACT 

The principle of Nuclear Magnetic Resonance has, for many years, 
been applied to the measurement of the earth's magnetic field. Of the 
magnetometers based on this principle, the Free Precession Magnetometer 
gives the best absolute accuracy available today. Disadvantages of this 
device are its comparatively slow data rate and transients created by 
the polarizing current pulses. The application of the Overhauser Effect, 
or Dynamic Polarization, to a nuclear resonance magnetometer offers ad- 
vantages in increased data rate and accuracy. Such magnetometers have 
been limited by the short lifetime of the sample material. 

Three devices, in which dynamic polarization is used, are described. 
One of these, a meser oscillator, seems particularly promising. Also 
included is a study of the requirements for long-lifetime materials 
suitable for use in a magnetometer. 

The authors wish to express their appreciation to Prof. Carl E. 
Menneken for suggesting the thesis topic and for his advice and 
encouragement, to Dr. Williem M Tolles for his explanations of elec- 
tron resonance theory and for his assistance in the selection and pre= 
paration of samples, to Dr. Gordon E. Schacher for providing a physical 
interpretation of the Overhauser Effect, and to Mr. Robert A. Anderson 
Dr his assistance in the design end construction of the experimental 
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1. Introduction. 

For a number of years, the measurement of the direction, magnitude 
and changes in magnitude of the earth's magnetic field has been of 
interest to the geophysicist, the magnetic prospector and to the mili- 
tary in the fields of anti-submarine warfare end mine countermeasures. 
The devices used to measure one or more of the properties of the earth's 
field are known as magnetometers. The types of magnetometers cover a 
broad spectrum, ranging in complexity from a simple dip needle, through 
equipments such as the flux gate magnetometer, to the more exotic rubid- 
ium vapor and metastable helium devices, Depending on the application, 
magnetometers may be found in fixed station installations, in vehicles 
and aircraft and, for the past few years, in satellites and space probes, 
Magnetometers are as diverse as the uses to which they are put, each 
having its own characteristics, advantages and disadvantages which suit 
it to a perticular application. 

One type of magnetometer which has found wide use due to its 
simplicity and measurement accuracy is the proton or free precession 
Beene ter [4]. This type of magnetometer, which will be discussed 
in more detail in a later section, utilizes the phenomenon of nuclear 
or proton magnetic resonance. It consists primarily of a coil surround- 
ing a sample of material, such as ordinary Water, that contains a large 
number of protons. The sample is polarized by a megnetic field created 
by passing a DC current through the coil. The field is then suddenly 
cut off end the protons allowed to precess about the earth's field. 

The precession frequency is directly proportional to the magnitude 
of the earth's field and the free precession magnetometer measures 
the magnitude of the field by accurately measuring the proton precession 


frequency. 





Thezoutput of this types.of mecsnetom-tsr is noto continuous s 


taxes the form of r dewnsc sinusoid as shown in Fie, l. 
s ° 





Typicel Free Precession Lo me tone ter 1 
ICONES l. 

The time availeble for mersurement of the nrecession frequency depends 
on the tim: constant of the ceceyins sifnel and on the initial si’nel 
megnitude, which is related to the duration of the »olarizin: sipnel, 
This meesursment time is on the order of l-2 ssconds. # typical 
volerize=ineasure cycle tekes 45 seconds. Therefore the >roton ro net- 
ometer is cherectsrized by e rsletively low data rate, 5 severe limite- 
fon in certoin mobile annlicetions, 

Several technicues have teen utilized to increase thse dete rate, 
These include the use of tvo mern tometers in 8 time-sharing scheme ae. 
Improvements in sicnel-to-nois= ratio have been achisvea nrimerily by 
errenit desi n technigucs cimed ft reducin: circuit ۱۱0 cance 
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which not only allows continuous measurements to be made, thereby elimin- 
ating the data rate problem, but also provides a significant improvement 
in the signel to noise ratio, is the technique of dynamic polarizetion or 
the Overhauser Effect. Dynamic polerization takes advantage of the coup- 
ling that exists between free electrons and protons to enhance the polar- 
ization of the protons thereby improving the signal-to-noise ratio. Mag- 
netometers utilizing this technique have been built and have given good 
measurement accuracy but, for the most part, have been useful only as 
laboratory instruments due to the short lifetimes of the materials used 
as samples. 

The purpose of this study is to describe the construction and oper- 
ation of a magnetometer De on the principle of dynamic polarization 
end to investigate materials having a sufficient lifetime so as to be 


useful in a practical magnetometers 





2۰ Nuclear Magnetic Resonance. 

The phenomenon of nuclear mapnetic resonance is possible due to 
the fact that some atomic nuclei possess both angular momentum and mag- 
netic moments. These nuclei, for example the protons found in ordinary 
water, may be thought of os being tiny magnetized gyroscopes, each having 
a magnetic moment Jù and an angular momentum û. which are colinear. 
Under the influence of an applied static masnetic field, a sample of 
material, such as water, containing an ensemble of N nuclei will exhibit 
a resultant megnetic moment M= Nr (N is the average number of nuclei) 
and a resultant engular momentum ۸ Na as shown in Fir. 200) . Like 


a gyroscope acted upon by the force of gravity, the magnetic moment vector 


Y 
Ho 

— 
| dA 
| dt 

A 
| 
| 
6) 9 ጉና 


Magnetic Resonance Vector Diagram 
11 32 
— — 
M will precess about the applied field vector H, at a frequency that 
is directly proportional to Hj» This angular precession frequency 


is known as the Larmor frequency. 





From conservation of angular momentum: 


dá = T = total torque 


dt 
=. 
and T = MXH, . 
— ውሎ 
Also; dA = Wy XA. 
dt 
Therefore MX Ho = Re, A or M باه و۳۲‎ 9 — COGoA 51۸1 909 . Finale, 
(3e 7 (MI) Ho » an expression relating the precession frequency 


to the magnitude of the applied field. The ratio (2) is known as the 
"eyromagnetic ratio", given the symbol Y و‎ and is پیت‎ for a 
particular nucleus, independent of all experimental conditions. Thus, 
for a given nucleus, there is a precession frequency corresponding to 
a given value of applied magnetic field. 


The above relation can also be derived using quantum mechanics. 


In quantum mechanics the unit for magnetic moments is the Bohr Mag- 


netont 
Ma =e A 
e? mec 
where 
e = charge on an electron, 


M = Planck's constant divided by 2 
(^ —1.05 107?lerg-sec), 


c = velocity of light and 
Me= mass of the electron. 
The nuclear magneton is related to the Bohr magneton by the ratio of 
the mass of the proton to the mass of the electron, the nuclear magneton 


being: 


Min = 
2 mpc 
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The theoretical value of Jun for protons is 5.0905 x 10 erg/gauss. 


However, precise measurements of Jun have show it to be 2.79268 times 

the theoreticel value, giving a value of 1.41 x 10725 erg/gauss L1]. 
When a nucleus having spin, or an electron, is placed in a magnetic 

field a splitting of the energy level occurs known as the Zeeman Zffect. 


The difference in energy E between the Zeeman levels is given by: 


Ë = LL lo ہے‎ Worf 
I 


where, I = nuclear spin and, for protons, has the value 1/2. Trans- 


posing, 


د دس دن 


the quantity (dis | being the gyromagnetic ratio, Y œ 


Therefore, 


For protons, Š = 4,2576 KC/geuss, giving 
for the earth's magnetic field (~ .5 gauss) a precession frequency of 
about 2KC. 

When a magnetic field is applied to a substance containing nuclei 
with magnetic moments, the magnetic moment vectors align both parallel 
and anti-parallel to the applied field. The majority align with the 
field giving a net magnetic moment vector, M. The magnetic moment 
vector approaches alignment exponentially with a time constant Ti » the 
longitudinal relaxation time. If the applied field is removed, the 
moment vector departs from alignment exponentially with a time constant 
T, » the transverse relaxation time. 


The important points to remember concerning nuclear magnetic 





resonance ares 


(1) 


(2) 


(5) 


that for a given nucleus, there is 8 precession frequency 
corresponding to a given magnitude of applied magnetic 
field, 

that there is a net alignment of the magnetic moment vectors 
with the applied field, and 

that these vectors approach and depart from alignment in 


an exponential manner, 





3. The Free Precession or Proton Magnetometer. 

Although the free precession magnetometer is not the primary sub- 
ject of this thesis, a brief discussion of its characteristics is con- 
sidered a necessary prerequisite for an understanding of the magneto- 
meter based on the Overhauser Effect. 

As stated in Section 1, the free precession magnetometer consists 
primarily of a coil surrounding e sample of materiel which contains a 
large number of protons. It should be pointed out that materials other 
than water, kerosene for instance, are used as samples, but in this 
discussion ordinary water will be used as an example. 

In the proton magnetometer, a DC current, of sufficient magnitude 
to create e magnetic field in the sample roughly 200 times greater than 
the earth's field, is passed through the coil surrounding the water 
sample. This polarizing field is applied for a time approximately equal 
to 211 and then is suddenly cut off. During the time the polarizing 
field is on, the resultant magnetic moment vector M will precess about 


— 


Ho s gradually coming into alignment with it. When the polarizing field 
is removed the magnetic moment vector precesses about the only remaining 
field, that of the earth, at a frequency directly proportional to the 
magnitude of the earth's field. The applied field must be removed in 
such a manner that the resultant magnetic moment vector does not follow 
it. Due to the precessional motion, a voltage of a few microvolts magni- 
tude is induced in the magnetometer coil. Because the magnitude of the 
magnetic moment vector is decreasing exponentially, the signal induced 

in the coil is an exponentially decreasing sinusoid, as shown in Fig. 1. 
This voltage is amplified and its frequency is measured to determine 


the magnitude of the earth's field. 


The accuracy of the proton magnetometer in determining the value 





of the earth's field depends on the accuracy with which one can measure 
the frequency of the output voltage. Generally, the longer the time 
available for measurement, the greater the accuracy will be. This 
available measuring time is in turn dependent on the rate at which the 
output signal decays and on its initial magnitude; the signel ceases to 
be useable when it decays below the circuit noise level. Also, sufficient 
time must be allowed for switching transients to decay prior to starting 
the measurement. Assuming proper circuit design, the decay rete is 
determined only by the characteristics of the sample being used and is 
not controllable. Again, assuming proper circuit design, the initial 
magnitude of the signal is determined by the initial magnitude of the 
resultant magnetic moment vector, M. 

When the sample is polarized not all the nuclear magnetic moments 
are aligned to form the resultant vector. In this type of magnetometer, 
the number of nuclear magnetic moments polarized can be increased only 
by increasing the magnitude and/or duration of the applied field. Since 
no data is received during the polarizing period, use of this technique 
serves only to decrease an already slow data rate. If the polarizing 
time is decreased, the measurement time and, as a result, the accuracy 
are reduced. 

In summary, the standard free precession magnetometer is charac- 
terized by a slow data rate which can be increased only at the expense 
of accuracy. The accuracy obtained depends on the measurement time 
which is determined by the initial signal magnitude and rate of decay. 

As will be shown, the magnetometer based on the Overhauser affect 
not only eliminates the data rate DEOS by giving a continuous output 


signal but also increases the magnitude of that signal. 





4. Slectron Resonence, 

Like the proton, the electron also has ae magnetic moment and 
angular momentum. In the presence of a magnetic field, it too will 
exhibit the resonance phenomenon. The angular precession frequency of 
the electron is, however, mich higher than that of the proton. 

Recall that the angular precession frequency is directly propor- 
tional to the gyromagnetic ratio and inversely proportionel to the mass 
of the particle, i.e. Wx fe l/m . As an example, for orotons and free 
electrons, the mass of the electron is approximetely 1/1836 that of the 
proton. The electron resonance frequency will thus theoretically be 
1836 times that of the proton for a given value of megnetic field. As 
pointed out in Section 2, the observed magnetic moment of the proton is 
2.7927 times the theoretical value. Thus the ratio of electronic reson- 
ance frequency to that of the proton is actually 660. In the earth's 
field the proton frequency has been shown to be about 2 KC; the elec- 
tron frequency will be in the megacycle range. 

A major difference in nuclear and electronic resonance properties 
15s the effect of the surroundings. In electrón resonance there is a 
very strong electrostatic interaction with the lattice, while in nuclear 
resonance the electrons tend to shield the nucleus from the surroundings. 
The electron resonance observed for an atom in a crystal lattice end for 
the same atom in a liquid solution may be expected to differ markedly. 
This difference becomes important to the study of Overhauser ۸ 18 6 in 


free radical solutions which is discussed in Section 5. 
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De The Overhauser Effect, 

Dynamic polarization or Overheuser #ffect was first described by 
Albert W. Overhauser in a paper L2_) published in February 1953. This 
original article conceived the effect only as applied to metals.  Ex- 
tension of the theory to non-metals was carried out by A. Abragam in 
an article published in June 1955[5]. The verification of the Over- 
hauser Effect was carried out by various investigators, first by Carver 
and Slichter whose results were published in May, 1956 [7]. 

The arguments which follow in describing the Overhauser Effect 
are a basic application of the principles of statistical mechenics. 
They include only as much as is needed to describe the phenomen plausibly. 
For a more complete treatment reference may be made to the original 
papers above or to Abregem L14]. 

Assume a spin system in thermal equilibrium with a reservoir 
(lattice) at a temperature, T, The derivation is based upon the gen- 
eral theorem of statistical mechanics which states that the relative 


populations at two energy levels, assuming Boltzman statistics apply, 


AER 


is given by 7 ET 


NS 
N+ 


۳ 


A 


N+ 
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where N},— represent populations at the levels shown (N+ refers to 

spins aligned with the external magnetic field and N_ to those anti- 
aligned) and AER is the energy change of the reservoir when a particle 
makes a transition from a level represented by N— to a level represented 
by Ni 5 | 


For an isolated nuclear spin system in an external field, Hg و‎ 
ھ‎ 97۳ 


where ې لا(‎ - 1126 magnetic moment of the nuclei. Then 


and the relative population is given by 


— ہے‎ Ho/RT 
ANI == e امسر‎ o/ * 
N+ 
Since for normal experimentel conditions, [unl Ho << RT one 


may vrite 


NE x 2 [unl Ho/RT 


This is normally referred to as the high temperature approximation. 

If coupling exists between the electronic and nuclear spin systems, 
the interaction with electrons must be included. Nuclei have weak coup- 
ling with the lattice whereas electrons have strong spin-lattice coupling. 
Therefore, since nuclei exhibit strong coupling with electrons, the nuclei 
stay in thermal equilibrium with the lattice vie interaction with elec- 
trons. 

Assume that the electron-nuclear interaction is given by the hyper- 


fine interaction: 


AT:-S =A(1Sx+lySy+I252) (1) 
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where A=the hyperfine coupling constant (assumed present in the 


derivetion which follows). In order to rewrite equation (1), use the 


vector operators: 


በ g is a quantum mechanical operator which when 
operating on the wave function describing the spin 
system with Ny and N- converts it to a wave function 
with N, +1 and N_ -1. (i.e. a raising operator) 


I_=Ix-jly is a lowering operator (i.e. it tekes N, , 
NZ to ٧ SS N_ +1). 


ار در 


In the same manner the operators Sy and S_ are defined. Substituting 


into (1) gives 
> > 
1۰9 = Tz Sz +4 (T+9- +I- S+) 


For this electron-nuclear system the energy levels will appear as shom 


in the following diagram. 


N- SE 


jac 
N+ PA n aa 


Here the electronic populations are designated by n+,— and SE is 


given by 
۵۲ < 2 |عسر|‎ ۵ 


move that the electronic energy levels are inverted with respect co the 
nuclear energy levels since the electron has negative sign. 
Recognizing that the nuclei are decoupled from the lattice it is 


apparent that nuclear transitions must be accompanied by electronic 
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transitions. The possible transitions are given by the hyperfine inter- 
action terms I,S_, I.S, end Ig 83. lIzS2is of no interest since 

it represents no transitions. The other two terms indicate that nuclear 
trensitions must be accompanied by electronic transitions in the opposite 


direction. Thus for nuclear spin to make a transition from N_toN,, 


ረኣ E.g must be 
AEg = 2lunl Hot 2lwelHo 


(Such a transition is shom on the preceeding page). In calculating 
the N, to N_ ratio one must consider the state of the system after 
only the nuclear population is changed. The electronic spin relaxes 
back to its original level through lattice interaction leaving the net 


result that 


AER (net) = 2.| Un Ho 


as before, and the population ratio is unchanged. 

Now assume that a strong r.f. field is applied at the electron 
resonance frequency, Ue , such that the electronic transition proba- 
bility caused by the r.f. field is very much greater than that caused 
by lattice interactions. Then the electron spin is relaxed back to its 
original state by absorption of energy from the r.f. field with the 
result that the total energy change of the reservoir for the whole pro- 


cess is 
NER (net) = 2| un) Ho + 2|Jue| Ho - 


The high temperature apnroximation gives 


N+ = 2 | |o + 2| L e|Ho (2) 
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Since የ — 657 (for protons and free electrons) the 
population difference (N,— N_ ) is seen to Le greatly enhanced on the 
application of a r.f. field. In a nuclear resonance experiment the 
observed signal is proportional to the population difference, so that 
the application of a r.f. field tends to greatly enhance the nuclear 


resonance signal. It is common to define enhancement by: 


TE (2) 


where Q = the enhancement signal magnitude and Q o= the unenhanced 


signal magnitude. Substituting into equation (2) immedietely gives 
E= 657 for protons and free electrons. 


This effect is commonly referred to as Overhauser Effect. 
In the experiments reported in this paper, equation (1) does not 
apply for the electron-nuclear interaction. The correct interaction 


is megnetic dipole-dipole interaction represented by 


ne 


where (Y is a tensor. This interaction may be rewritten as before 
leading to the following possible transitions: 

بت ۱۳ ات IET‏ 

2( So 

دد 1 و 
Let fi $ f , and fz be the relative probabilities that these transi-‏ 
tions occur. (fy T fo +f s‏ 

Further, relax the restriction that the r.f. induced electronic 

transition probabilities be very much greater then lattice induced 


transition probabilities. Define the saturation factor, s, 
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NO 


where W is the r.f. induced transition probability and ùy is the 


lattice induced transition probability. Overheuser has show L3J that 
2 ር 
S = ve H, 1۳0 2 


Note that = = the fraction of electron spins relaxed by TAME: 


field. Proceeding in a fashion analagous to that preceeding for hyper- 


fine interaction gives 


0 72 Cpu ا‎ +28 C52 ۰۳ 


N+ 


For dipolar coupling in liquids the transition probabilities are 
approximately f, = 0 ول‎ 1 0.6, and rz = 0.3 L14]. This is 
correct for completely random diffusion processes in the liquid. Using 


the high temperature approximetion gives 


NEM 2 ) |صدا‎ +۷2 2S. ارا‎ (۳ 
For tnis case the enhancement becomes 


e=(i+v اعدا و‎ ( , 
St! | un] 


The meximum enhancement occurs for complete saturation, i.e. 


14፡ዴ|-- ሬ=7. 
lien | 


Therefore, 
€ max = 323.5. 


To display the enhancement as a function of saturation, define the 
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saturation parameter: 


-2 





-፦።.--- ‹ ‹= መመው — — 


Plot of znhancement and Signal vs. the Saturation Factor 
11 15 2, 

"Signal" as used in Fig. 3 is that signal which would be observed in 
a modulated field nuclear resonance experiment. (See Appendix A.). 
Positive signal represents absorption of energy while negative signal 
represents 3-7 provided by the spin system to the nuclear resonance 
apparatus. This negative absorption may be utilized in a maser oscil- 
lator as described in Section 7. 

Difficulties in the measurement of magnetic fields by utilizing 


dynamic polarization are encountered which have not been treated in the 
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foregoing analyses. The first is the shielding effects of paramagnetic 
and diamegnetic centers in the sample material. That is the impurities 
in the sample tend to insulate the nuclear spins from the external field. 
The second is frequency shift encountered at resonance. The frequency 
shift caused by the absorption is zero at resonance but is non-zero 

on either side of resonance. This frequency shift mekes the tuning of 
the electronic circuits more difficult. These problems are of relatively 
minor significance to the experimental equipment used and will not be 


considered further. 
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6. The Maser Oscillator. 

It has been shown that for sufficient saturation of the elec- 
tronic resonance line the nuclear spins may be made to give up energy 
to an electric circuit. This property suggested to various observers 
the use of dynamic polarization in a molecular amplifier [8] or in a 
maser oscillator [14]. The theory for the nuclear maser oscillator 
has been developed by the group under Abragam at the Centre d'Etudes 
Nucleaires, Saclay, France and has been published in part in [10] , 
[12] and (14 e The following arguments are taken from these basic 
references. 


A diagramatical realization of the maser oscillator is shown in 


Fig. 4. 


RF 
GEN 


CRO 
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Maser Oscillator Block Diagram 


Figure 4, 
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The electronic performance of the circuit may be described in terms of 


quality factors for the sample/coil circuit. 


Q = 2 energy stored (1) 


energy dissipated per cycle 





QLoaded = total stored Energy 


Output Energy dissipated in the resonator 


One may write 


17 >> ٦۷٦ — snergy dissipated in resonator (2) 
Qs Total stored energy Total stored energy 
whe re 3 
Q, 2 Total stored Snergy : 


anergy coupled in by Spin Coupling 


Also let Q, 2 unloaded Q = total stored 2 77 : 


inergy dissipated in the resonator 
Therefore from (2) and noting that Q, refers to energy added to the 


circuit and is of sign opposite to the other Q's: 


0 )شت 1 

Qs‏ ره به 
or‏ 

Q = Qus _ . (2) 

Q.-Q, 

For 

Qj — O0, and Q < Qg, رها‎ is maximized if QÇ, < G, ٭.‎ 
For 

Q, = Q= Q == and this is the condition for the 

start of oscillation. 

For 


Q, 2 Qs => 51. < O, more energy is being added then 
dissipated and sustained oscilla- 
tions may exist. 

Realizable coils have unloaded Q's much less than that required 
for the maser oscillator. A marginal oscillator of the appropriate 


frequency may be added to couple sufficient energy to the detection 
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coil so that the effective Q, is that required above. 

This simple approach might be applied to any form of oscillator, 
however adequate treatment must include the nuclear effects upon which 
the device depends. The conditions for oscillation of the nuclear 
oscillator may be calculated from first principles for all levels of 
oscilletion and not from just the conditions to start oscillation as is 
the case in the usual electronic oscillator. 

Nuclear spins in a liquid can be accurately described by the pheno- 
menological equations of Bloch[14]. Solving these differential eque- 
tions gives the transient and steady state behavior of the system. The 


start oscillation condition becomes [14] 
—| 
Qu^ or E Mo) 


where: 
n =filling factor 
le =transverse relaxation time 


Mo =d.c. magnetic moment of nuclei 
in the sample 


The use of an electronic circuit whose frsquency may vary from 
the precise value required by the nuclear resonance makes possible a 
study of the effect on maser oscillation with variation of the frequency, 
We, of the tuned detection coils and marginal oscillator. The 


relation is 


This value is maximized when Q, = 28, whence 


we‏ رهم هلا سی( 
E 4‏ 


5 


2 





The value thus obtained may be converted to frequency and thence to 
field by using the simple relations of Section 2, For a Q, of 200 
the oscillator will continue to oscillate for a frequency range corres- 
ponding to a field variation of Ú 40P (IT = 107? oersted). 

Assuming maximum bendwidth is chosen for the oscillation condition 


the effect of frequency pulling must be determined. This is given by 
[101 


where 


/٣ = the proton line width and 
2 


A Wa = circuit resonance width . 
2 


Using the same Q, as before it is found that the measured field varies 
et most by 2.5M from the exact field value. This is no limitation on 
the inherent system accuracy which may be obtained by sacrificing band- 
width to gain sensitivity. Furthermore, since the circuit constants are 
known, exact frequency may be calculated using the relation above by the 
Simple expedient of measuring the frequency of oscillation, We, in the 
absence of Overhauser ffect. 
If one corrects the frequency pulling, the inherent sccuruc GE 


field measurement depends only on noise. For amplitude noise alone, 


where: 
AW = frequency error due to amplitude noise, 
رہ‎ signal to noise ratio, and 


T = measurement interval. 
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For phase noise the result is 
A2 U) رہ‎ BG: 
0۲ ۳ 
Where. 
NW frequency error due to phase noise. 
Freycenon and Solomon L10| have calculsted noise for the example Qs = 300 


and Bänd that if T > Oel and % = 5, only the amplitude noise is signi- 
| 


ficant. 
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Te The Zxperimental System, 

The inherently slow data rate of a free precession magnetometer 
underlies the reasons for the studies made in connection vith this thesis. 
Initially the study was pointed broadly toward methods for increasing 
the data rate. A two pronged attack was begun. The first was in study- 
ing a fast pulse free precession magnetometer, that is one where contin- 
uous nuclear spin resonance is attained by an initial DC polarization 
followed by appropriately timed very short polarizing pulses which would 
keep the spins precessing at some average value, allowing continuous 
determination of the nuclear resonant frequency. The second approach 
was to study the application of the Overhauser Zffect to magnetometers 
and specifically to find a material of long lifetime suitable for a 
practical magnetometer. The latter was investigated in this study. 

In an experimental study of the Overhauser äffect for application 
in an earth's field magnetometer one must be able to produce the effect 
in the earth's field in a manner akin to that to be used in a practical 
magnetometer. Three experimental techniques meeting this requirement 
were considered: 

(1) Modulated Field Absorption 

(2) Maser Oscillator Magne tome ter 

(3) Modified Free Precession Magnetometer 
The Modulated Field technique, discussed in Appendix A, is not as 
readily applicable to magnetometers and was included primarily es an 
alternate approach in case the remaining two could not be achieved. 
A maser oscillator based on that described in L10] and a modified free 
precession magnetometer similar to that of Cooper [9] were constructed. 
These two experimental setups are described in general terms in sub=- 


sections a and b which follow. The remaining subsections detail the 
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major components of the systems and tho more important design considera- 
tions. 

Be The Modified Free Precession liagnetometer. 

This is basically a modified version of the standard Varian free 
precession magnetometer. The modifications consist of the addition of 
an r.f. generator, a macnetometer head containing an r.f. polarizing 
coil and a mich smaller DC power supply which replaces the regular 
power supply. The remainder of the magnetometer, the preamplifier, 
amplifier and switching circuits, remain unchanged with the exception 
that provision is made to pulse the r.f. generator as well as the DC 
power supply. Block diagrams of the unmodified and modified systems 


are shown in Figs. 5 and 6, 
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Figure 5. 

The operation of the equipment is as follows. Pulses of r.f. power 
and DC current are supplied simultaneously to the r.f. polarizing coil 
and to the sample - detection coil. The r.f. power causes the electron 
resonance in the sample solution to become saturated, inducing the Over- 
hauser Zffect. The DC current is used to provide phase coherence to the 


precessing protons in the sample. The currents are cut off and the 
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Figure ©. 

magnetic moment vector of the proton is allowed to precess about the 
earth's field vector, inducing s small voltage in the receiving coil. 
This voltage is then as illie d and displayed on an oscilloscope. 
Since the purpose of this experiment was to demonstrate the Overheuser 
Effect, no attempt was made to further instrument the equipment so as to 
measure very accurately the value of the earth's magnetic field. 

De The Maser Oscillator liagne tome tere 

This setup utilizes the r.f. generator and magnetometer head used 
in the previous setup plus a marginal oscillator and amplifier. A block 
diagram of the equipment layout is show in Fig. 4. 

The equipment operation is as follows. The r.f. generator provides 
continuous power to the r.f. coil, dynamically polarizing the protons 
of the sample. The energy coupled by the nuclear spins to the detec- 
tion coil causes the marginal oscillator to oscillate at the precession 
frequency of the protons. Thus, by measuring the frequency of the 


marginal oscillator one may determine the value of the earth's field. 


26 





In order to insure that the frequency of the marginal oscillator 
is near that of the precessing protons, the oscillator frequency may be 
adjusted prior to operation by observing the Lissajous pattern produced 
by the frequency of the marginal oscillator and the signal obtained 
from a free precession magnetometer. In this manner the frequency of 
the marginal oscillator is adjusted until it corresponds very closely to 
the frequency of nuclear resonance. 

C. Marginal Oscillator. 

The marginal oscillator is used in the maser circuit to provide 
positive feedback to the sample coil tank circuit, artificially increas- 
ing the circuit Q and satisfying the maser conditions of Section 6. 
During maser oscillation the oscillator frequency depends on the exter- 
nal magnetic field through the nuclear resonance condition. The magnetic 
field is determined by the measurement of the oscillator frequency. 

The requirements on the oscillator in terms of temperature and 
frequency stability are great. The gain of the oscillator mist be 
conveniently adjustable so that the Barkhausen condition, A@ = | , 
may just be met. Noise performance of the oscillator must be quite 
good since the signal levels are low and any noise introduced will have 
an adverse effect on the accuracy of magnetic field measurement. 

The oscillator may be considered as a servo system. In this 
regard the damping in the merginal condition must be small enough so 
that field changes may be followed rapidly but sufficiently great so 
that the oscillator will not “run away" into self-sustained oscilletion 
either in the presence of noise or the nuclear signal. The oscillator 
must thus "lock" on the nuclear signal. 

The oscillator circuit must work in a region of high noise. This 


noise consists primarily of power line harmonics coupled in from the 
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r.f. circuit. Normally the presence of high order powerline harmonics 
from power supply ripple in the r.f. oscillator Hom. not cause any 
difficulty when working at moderate voltage levels. In the merginal 
oscillator, however, the expected signal and the power line harmonics 
have approximately the same amplitude, resulting in noisy operation. 

Tm marginal oscillators were constructed before one was found 
that would meet the requirements. A brief account of the various oscil- 
lators and their characteristics follows. 

The first marginal oscillator was adapted from the simple circuit 


of [11) asas shown in Fig. T. 


mr uz» 


ብ 


Simplest Marginal Oscillator 
Eleure Te 

At frequencies much higher than the desired 2KCS this oscillator was 
quite tractable and stable. At 2 KCS, however, oscillation became 
more difficult to obtain and the damping was much greater. The level 
of oscillation was seriously affected by temperature. 

In View of the stability problems encountered with the oscillator 
of Fig. 7, a phase shift oscillator was constructed. To provide the 
necessary stable gain a broad band general purpose laboratory amplifier 
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was chosen. Such commercial amnlifiers are readily available with gains 
adequate for suitable performance (20-40db). Using a simple r-c network 
as the adjustable phase shift element the circuit (Fig. 8) wes found to 
have excellent marginal oscillation properties at 2 KCS. Various ambient 
harmonics of 60 cps such as the $5th and *Óth, were readily detected by 
beating with the oscillator frequency. Noise performance was poor. The 
circuit was adversely affected by r.f. and 60 cps noise. A simple LC 
filter eliminated the r.f. problem but filtering the low frequency inter- 
ference proved more difficult and the added circuit complexity made the 


oscillator undesirable. 
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Phese~Shift Oscillator 


Figure 8. 

In order to use the high gain, temperature stable characteristics 
of the preceeding device anû eliminate the noise problems, a band pass 
transistor amplifier was constructed. This consisted of a pair of 
complementary transistor amplifiers separsted by a very nigh Q resonant 
circuit. Variable feedback and AGC elements were included to improve 
performance at very low levels of oscillation. This oscilletor, while 
presenting no theoretical deficiencies, was found to be quite difficult 
to control at low levels, and was converted to a narrow band amplifier 
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Band Pass Amplifier/Oscillator 
Figure 9 
for use with subsequent oscillators. 

In the literature a quite common vacuum tube marginal oscillator 
circuit is made from a cathode coupled amplifier as described in [10]. 
A transistor version of this circuit was constructed. Very careful 
attention was paid to r.f. bypassing = eliminate some of the noise 
problems previously encountered. Performance was good except for the 
temperature stability which was poor. It was both easier and cheaper 
to convert to a vacuum tube circuit rather than attempt to stabilize 
the transistorized version. 

The oscillator of Fig. 10 exhibits stable characteristics in the 
vicinity of resonance. The effect of powerline harmonics are of little 
Significance. Careful bypassing, including a capacitor placed directly 
on the input grid, was effective in reducing r.f. effects. The gain 
of the oscillator was veriable over a wide range with the resistor, R, 
Frequency tuning over a few cycles per second was given by a small 
variable capacitor in parallel with fixed capacitors which are the 


correct value to tune the coils approximately to resonance. 
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Marginal Oscillator in Final Form 
eure, ۶۲ 

d. Sample-Detection Coil. 

The sample coil serves a two-fold purpose, acting both as a coup- 
ling element between the nuclear spins and the electronic circuit and 
as a frequency determinins element for the electronic oscillator. The 
various functions impose conflicting requirements which must be balanced 
in determining a finsl coil design. 

In the electronic oscillator, the sample coil is an element of a 
parallel resonant circuit whose resonant frequency is about 2 KCS. The 
discussion in Section 6 shows that the unloaded coil Q should be high 
in order that the required vositive feedback from the oscillator circuit 
be held to a minimum A high Q circuit operating at 2 KCS requires a 
large value of inductance. A simple calculation shows that for an 
inductance in the millihenry range, a resonating capacitance of the 
order of a microfarad is required. 

The earth's field is by no means constant, varying not only diurnally 
but from location to location. To allow for this variation, the frequency 
of the resonant circuit must be variable over a few cycles per second. | 


په 





The net nuclear polarization is dependent on the total number of 
nuclei in the sample and thus upon the sample volume. The signal 
depends also upon the effectiveness with which the coil volume is util- 
ized. This is measured by the filling factor, , which is defined as 
the ratio of the volume of sample material where the resonance phenomena 
occurs to the volums intersected by the alternating magnetic field 
created by the coil with which the resonance is observed. These volume 
requirements indicate that a large sample should be used in a large 
coil with a small number of turns of small diameter wire. But some 
compromise must be made to obtain a coil of many turns of large diameter 
wire required for high Q and ease of tunability. 

The total sample size may not be increased indefinitely due to 
external field inhomogenities. An inhomogeneous field within the sample 
causes the protons in different portions of the sample to precess with 
different frequencies. The result is a decrease in the signal-to-noise 
ratio and a decreased output signal. In an extreme case, such as in a 
building containing a large amount of electrical equipment, the field 
gradients are high and no earth's field nuclear resonance may be observed. 
In open areas the gradients over volumes on the order of a liter are 
small. Gradients as large as 300 per meter may be tolerable [10]. 

Another factor in field homogeneity is the material to be used in 
the coil and associated structure. This material must exhibit no mag- 
netic properties, suggesting copper as a coil material. A good grade 
of copper containing few ferromagnetic impurities is required. Various 
cable connectors and other elements used in the vicinity of the coil 
must be investigated carefully for magnetic effects. As an example of 
a poor choice of material, rubber stoppers were tried in the sample con- 


tainers. Investigation with a free precession magnetometer showed that 
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these stoppers created an order of magnitude loss in signal ampli- 
tude. 

Two-coil arrangements are often used in free-precession magnetome= 
ters to provide noise reduction. These coils are connected in series 
so that noise signals appearing the same direction in both coils will 
produce no voltage at the output terminals. Nuclear signals will induce 
voltages of opposite polarity in cach coil which add to give an output 


voltage. This is shown diagramatically below. 
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Dual Detection Coil Arrangement 
Eyre 11. 

As a result of the foregoing a suitable coil may be chosen. For 
the investigations reported herein a double coil arrangement with an 
inductance of 23 mh was chosen. The coils each contained ten layers of 
53 turns of AWG 15 enameled copper wire and had an inside diameter of 
two inches. Q measured at 1 KCS was 21. An additional factor in the 


choice of these coils was their suitability for use with a Varian free 
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precession manetometer which wes availsble and convenient for comparing 


operation with and without dynnriic nolrrizetion. 





Detection Coils 


ገ و‎ 

Another coil choics might be a sinrle coll with en inductance of 
aboit O.6 henry L10] . This inductance, while ellowing smaller cevaci- 
tance and some::het easier tuning, is not appliceble for use with a free 
precession magnetometer, due to the rin«ing encountered in pılsinz the 
large inductonce. 

Ce R, F, nhancement Coils 

The r.f. enhancement coils must be designed to provide n suffi- 
ment r.f. field in the sample to seturate the electron resonance, 
The specific criteria on this design ers evolved from the setsrarıen 
factor in Section 5 and from the semole size. 00118 ۹185618860 ٤۶٣ 
paired to conform with the chosen two-coil detection coil srrenzement. 

From the sample size end shape the coil size and shape ere 


developed. In generel the r.f. coils sno.ıld be os lerge as possible 
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and include as much volume of sample as possible. The r.f. coils 
must then conform closely to the inside dimensions of the sample 
container. The coil must have a high Q which dictates large wire and 
turns widely spaced to reduce distributed capacity. The high unloaded 
Q is necessary due to the large loading placed on the r.f. coils by 
the detection coil, sample, and marginal oscillator. This loading may 
be expected to reduce Q by one-half or more. The presence of the 
sample, a lossy dielectric placed within the coil, tends to create 
a distributed capacity and lower the self-resonant frequency of the 
Coll. 

Consider the equations which govern the saturation of the elec- 
tronic resonance. Recall that 

5=20ሬ [11 1115. 

The field in oersteds at the center of a coil of length, 1, in meters, 


having N turns, for a current, I, in amperes is given by 


Hi, =e (+T x 107?) oersTED 


In this equation the length is fixed by the sample size and the cur- 
rent by the r.f. power source. The number of turns is the only paras 
meter which may be easily varied to adjust the field strength, and 

thus obtain adequate saturation. For maser oscillation the saturation, 
s, must be greater than four and preferably greater than ten. The 
factors Ye and the relaxation times are functions only of the material 
chosen. Thus for a given system the number of turns in the r.f. coils 
will determine the degree of enhancement. Note however, that increasing 
the number of turns lowers the self-resonant frequency and increases 

the inductance of the coil. The additional capacity encountered with 


the coils in the sample material may well be sufficient to make the coils 
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self-resonant below the desired operating frequency. This is unde- 
sirable in the sense that the tuning and matching are much more easily 
accomplished if the coils are self resonent above thó desired frequency. 
As an example, a pair of two-turn r.f. coils connected in parallel in 
cylindrical samples two inches in diameter and four inches in length 

may be expected to have an inductance of about O.2ph. For a current of 
0.2 amperes in the coils and a sample with relaxation times T} = T, = 1076 
sec. the saturation factor, s, may be comouted to be much greater than 
ten as desired. The oe saturation attained was much less apparently 
due to high r.f. loss in the sample material. 

f. R. F. Coil Matching. 

In order that maximum Yr, Í. power may be delivered to the sample, the 
ref. coil impedance must be matched to that of the transmission line. The 
ref. coil must have a length ond diameter based on the chosen detection 
coil inside dimensions. Within these size considerations the effective 
saturation of the clectronic resonance is increased by increasing the 
number of turns. The sample material acts as a lossy dielectric increase 
Ing. the self capacitance of the r.f. coils. This lowers the self resonant 
frequency of the coils far below that normally expected for +7 
dimensions described above. 

If the r.f. coils can be operated below self resonance then simple 


capacitive matching may be used. 





R. F. Corleketelıne Netvore 


Figure 15 
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Here the series combination of C4 and Cy tunes L to resonance at the 
appropriate radio frequency. The caprcitive divider Cy» Co is chosen 
so as to match the higher resonant impedance of the tank to the imped- 
ance of the transmission line. Solving for “1 and 05; for a coil with 


a Q greater than 10, gives: 


Ca = + GLX and 
OL Zo 


een ۱ j 
Q XL 
As a practical matter the precise values of capacitance for “1 and 
C, may not be met with standard capacitors. Cy is the smaller of the 
two capacitors and is logically made variable. 

The effect of the sample on the r.f. coils is such that the Q 
and inductance may not readily be computed and are best determined by 
measurement on an r.f. bridge., As a result of the measurement, values 
for Cy and Cp may be computed. “ገ is chosen variable over a small 
range including the computed value. 

The match may be effected by bridge measurement. As “1 is varied 
the impedance presented by the coil/matching network follows a circular 
locus as shom in Fig. 14. If the final experimental value of resis- 


tive impedance attained is other than that desired (A, in Fig. 14.), 


then the velues of Co and Cy are corrected using the following. 


2 are mn 2 
ZÆ iN EXPERIMENTAL 
| - Co EXP 


C, Exe 


R= ga = /፳85፳ (/ሜጅ )-! 
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Where finally 


Co-—I*R and 


This simplified approach was found to give e reasonably accurate 
match after the first correction. 

ድ» Determining the Saturation Factor. 

Before attempting operation of the maser system one must ensure 
that the saturation condition is being met. A measurement of saturation 
may be made in a spectrometer but not with the sample and coil arrange- 
ments to be used in the maser system. Since the sample-coil arrenge- 
ment is compatible with the modified free precession magnetometer, it 
is desirable to use this device to measure the saturation factor. 

The modified free precession magnetometer may be operated without 
dynamic polarization as a normal free precession magnetometer. If a 
Signal of equal amplitude is obtained from the same sample with and 
without an applied r.f. field, then the population ratios for the 
material are the same for the two cases. These ratios are 
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for DC polarization and for dynamic polarization 
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Hy is much greater than Ho» hence 


I — پچ‎ El SEEN 
SH He He 






Ho (EARTH'S Fiero) 


H 2 (PuLsE) 


ይ=ዣ-= 


If it is assumed that H, = 0.5 oersted (earth's field), solving the 


vector diagram gives 


= 2.0 X [ORE H, 
For negative enhancement as required for maser operation, s>4 or 


٦٠‏ سگ_ 
Sl‏ 


The field produced by the detection coil for a DC current is 


therefore 


=O 


AS ቆ 
S =Í / مل د د‎ ٥ حا‎ +2.6x10”# 
۱ 


There is another meens which can be used to check this result. 


If the DC current is varied while the r.f. frequency is held constant, 
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and the nuclear signal amplitude is recorded, the epproximate electronic 
line width is traced out. 
From the measured line width the electronic relaxation time, To, 


may be computed. 





where: L = Line width and 
je = electron gyromagnetic ratio. 


Now recall 
2 
Ss = Se s Tita 


As a first approximation, assume that T Ta, whence 


۱ 7 ^d 


= e 
EE 


h. Sample Materials, 

Materials which exhibit Overhauser tffect range from the solids 
studied by Overhauser to the liquids and gasses studied by later inves- 
tigators. In the megnetometer application liquid free radical solutions 
seem to offer the most promise. 

A suitable material must have a long electronic relaxation time 
for ease of saturation as shown in Section 5. The electron spin-nuclear 
spin coupling should be strong to obtain large nuclear polarization. 

The solvent for the free radical solution must contsin a large 
number of nuclei (usually protons) to participate in the nuclear 
resonance. For measurement accuracy the nuclear resonance line width 
should be narrow and the nuclear relaxation time long. These condi- 
tions are met for dilute free radical solutions. 

Free radical solutions are notoriously short lived. In a magnet- 


ometer the sample material must remain stable over a wide range of 
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temperature and other environmental conditions. Also the sample meter- 
isl should not deteriorate appreciably in the relatively long periods 
over which magnetic surveys are conducted. These times might range 
from a few hours to several weeks depending on the application. Free 
radicals are generally classed as stable or unstable. The unstable 
group have very short life end are not setisfectory for use in a mag- 
netometer. Within the stable group lifetimes may very from hours to 
several years. Short lifetime is due to chemicel reactions taking 
place within the sample. Some specific reactions which contribute 
decomposition of the free redical are: 

(1) reaction with itself 

(2) reaction with oxygen 

(3) reaction with solvent 

(4) photolytic decomposition 

(5) with, or in the presence of, the sample container. 
Of these only the first is completely uncorrectible. The primary 
approach toward securing a slow decomposition rate is to remove very 
carefully any impurities, as for example oxygen, and to keep the sample 
cool. Specific procedures used with the various materials studied by 
these authors are discussed in Appendix C. 

A listing of several free redicel solutions with some important 
characteristics are given in table 1. A more detailed treatment on 
free redicals is given in [16]. 

To observe the Overhauser Effect the electron resonance line must 
be saturated. The perticular frequency to use for best seturation in a 
particular field must be determined. The simplest means of determining 
the frequency is to find a reported electronic resonence experiment in 


the earth's field. Such reports were available only for peroxylemine 


lo 





Table 1. Free Radicals 


4, 











Electronic 
Resonance 
Frequency 


Preparation |Lifetime |Special Remarks 
Tor B Wat. 
| 
4MCS easy | very long tendency to burst 
[^ E container due to 
pressure 
30-80 MCS difficult |fairly easy onthe not very sensi- 
LN to air 
involved months extremely sensi- 
but easy tive to air 
E 


very concentra- 
ted solutions 
required [14] 
very sensitive 
to air 


Very easy to use 
in magnetometer. 
rapid deterior- 
ation if heated, 
Lifetime is pH 
sensitive, 
sulfamate ion may 
extend the life- 
time of the mater- 
ial. 






Electronic 
Saturation 












involved 
but easy 

















very easy 


* The numbers listed under Material indicate the following: 
l - Na in NH; 1 
2 = & , & Diphenylpicrylhydrazil (DPPH) 

3 - Benzophenone (Sodium Ketyl) in Tetrahydraforan 

4 - Napthalene in 1,2 Dimethoxyethane 


5- )50 و‎ Peroxylamine disulfonate 


E: 





disulfonate and Na in NH. for the materials listed in table 1, 


D 

To calculate the frequency of electron resonance in ٥ material one 
might quite generally solve the Spin Hamiltonian for the material. A 
detailed knowledge as to the exact nature and structure of the material 
at some instant of time must be had for the solution. Needless to say, 
such calculations are exceedingly difficult. 

Fortunately, a simpler method of solution exists where the nature 
of the material is fairly well known. That is, electron paramagnetic 
resonance experiments may be utilized to obtain an evaluation of the 
expected structure and to obtein the spin coupling constants, A, in gauss, 
and a + factor, ( q = 2.0025 for electrons), for the material. With 
this information the Spin Hamiltonian may be solved. Fig. 15 shows the 
typical result of an electron resonance experiment. 

There are limitations on the simplified calculations. The first 
limitation is that of the structure of the material. Since the calcu- 
lation is quite complicated at best, the simplest structure which pro- 
vides a reasonable fit is chosen. Transitions whose probability of 
occurrence are low are ignored at the outset. The second limitation is 
on the coupling constants. The measurement of the constants contains 
some known experimental error. Further, a single coupling constant is 
usually chosen to represent two or more spin couplings which are nearly, 
though not in general, equally spaced. Weak spin-spin coupling gives a 
resonance line broadening where the observed resonance lines are actually 
mede up of many finer lines which are unresolved by the experimental 
equipment. Weak couplings and finite line width are largely ignored in 
the calculations. 

The results of the calculations are surprisingly good in spite of 


the approximations. The free radical materiels studied for this thesis 
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have been extensively studied and their characteristics are feirly well 
known, 
To show the method of calculation consider a free radical solution 


having coupling between the electron end a single nucleus having a spin 


of one. 

2s 
Let I = Nuclear Spin, 

EN 

9 — Electron Spin, and 

E. 

J — Total Spin. 

At equilibrium, in the absence of an external field, the spins 

are 


-> 

I =l, 

— 

S=+1/2, and 
— 

oe‏ 1ض لول 


The spin Hamiltonian H is given by 


+= qe 899 7 


where e —Borh magneton and 
A =Coupling constant. 


Substituting the quantum numbers gives 
و9 ۸12+ هیا | ۵و < ع‎ | 


where بص کیچ‎ ٤ 
Ic E 
For purposes of calculation the earth's field may be assumed 
negligibly small and a value of frequency for the zero field value 
only need be computed. The value thus obtained may be corrected by a 
small amount based on the slope of the curves of Fig. 18. The effective 


field at the nucleus may be expected to be >>the earth's field.  There- 
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fore 

We eA TS, 
In order to make thin cE A a vector model is used where the 
spin quantum numbers are treated as ordinary vectors. This leads to 
equations in terms of the squares of the vectors, i.e. 3 z, and se, 
These values must be replaced by J(J+1), I(1+1), and S(S+1) respect= 
ively since the actual magnitudes of the vectors are given as I(T +1), 


VI(I+1), etc. 


ግ 


v 


Vector Representation of Quantum Numbers 
Figure 17. 


By the law of cosines 


J* = Só - 215 cos and 


= 22 


— 
J ° S J —l —S ° 
2 


and this may be written as 


E= geaen ee A 


Further 
AE 7 9/2. RA and 


ات 66 3ھ 


Now this result is applied to neroxylamine disulfonate where 
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AV is found to be approximately 54.7 MCS for A=1%.0(+0.05) gauss 
from Fig. 15. This is as far as hand calculation is practical. 

A complete solution based on the same assumptions, that is A=13,0 
gauss, y =2.0054, and single electron-nucleus coupling may be had by 
computer solution. A program to do this was obtained from Professor 
William Tolles of the U. S. Navy Postgraduate School. The results of 
the computation are shown in Figs. 16, 18, and 19. Fig. 16 is the 
energy level diagram plotted as frequency versus field intensity. 

This result is that obtained by the Breit-Rabbi formulas L1]. 

Fig. 18 shows the electronic resonances which may be observed es 
a function of field. Note that in the earth's field (0.5 gauss) 
the frequencies are quite close to that predicted for zero field 
by the simple calculation previously described. With this picture 
the frequencies to be chosen for a particular pulse field of the free 
precession magnetometer may be determined. f 

Fig. 19 provides the final step in the analysis by providing a 
relative transition probability as a function of the field strength. 
The larger the transition probability (always <1) the more easily satur- 
ation is accomplished, 

One might wonder at this point just how effective the calcula- 
tions are. Muller and Haupt [ 15 ] studied peroxylamine disulfonate in 
a field of fifteen oersted. They measured the electronic resonance 
frequencies over a range of 20-80 MCS. Their experimental data with 
the computed data superimposed is shown in Fig. 20. The calculated 
amplitudes should be corrected for the fact that the higher the frequen- 
cies give more intense lines. 


The second material studied was x , XX, Diphenylpicrylhydrazyl, 
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(DPPH). The structure of this material is generally shom as 


This material is found to give a fairly broad hyperfine structure. 
Again the material is a free radical in solution with benzene. The 
coupling assumed is between the free electron and two central nitrogen 
nuclei. It is further assumed that these two nuclei see the same adja- 
cent structures which is obviously not the case as may be seen above. 

A single coupling constant, A — 9.0 gauss, is obtained. For the pur- 
poses of calculation all other coupling constants are ignored. To take 
into account each of the spin couplings would require the measurement 

wt 90,3/5 lines at high field, assuming they could all be resolved, 

and the solution of the associated matrix. This is impractical even 

on the digital computer due to the very great solution time, 6 ٦ 
level diagram obtained by computer solution for the assumed model of 
DPPH is shown in Fig. 21. Note that with the addition of a single nuclear 
coupling over that for peroxylamine disulfonate, that the structure be- 
comes much more complex. The complex structure implies a superposition 
of many resonance lines. For the more complicated structure, fewer 
(percentagewise) molecules may be expected to be involved in the reson- 


ance process. This is shown by the generally lower intensity factors 
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which are obtained for DPPH as compared to peroxylamins disulfonate, 
The celculated values are again compered with Miller and Haupt's 


values sin Fig., 20% 
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°, Zxperimental Results. 

The Overheuser Effect was observed usine both the modified free 
precession magnetometer and the meser oscillator. The results obtrined 
from the two experiments are ziven in the following sub-sections. 

Be Modified Free-precession Masnetometer 01۰6. 

The modified free-precession magnetometer oroved to be a very 
useful device for observing the Overhauser tffect. As is snom in Fig. 
18, the electron resonance frequency veries with the valus of the ap- 
pliez magnetic field. This experiment permitted one to adjust the ap- 
plied field to suit a particular radio frequency. Thus, the Overhauser 
Effect may be observ_d over a range of several megacycles rather than 
at one critical frequency. This variation is very useful when attemoting 
the experiment for the first time. 

The »rocedure used to perform this experiment was to first apply 
the pulsed r.f. and DC fields to the sample. The DC field was then 
varied until a free precession signal was obtained. A typical free 


precession signal observed using this method is snown in Fig. 22. 


Scale: 
0.2V/Cm Vertical 
0.2 Sec/Cm Horiz. 
fe = ٥ص‎ 





Si¿nal From todified Free Precession Macnetometer 


Figure DOS 
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Note that, in comparison to the signal show in Fir. 1, the decay time 
of the sipnal is feirly short. fir. l was abtained from 2 Vorian 
negnetometer. The nerformance of the experimental coil was degreded 

by the rouma handling to which it had been subjected and, very likely, 
by the presence of ferroma;netic impurities in the plestic containers 
which held the semole solution and the r.f. coils. Also, the coil was 
connected to a Verian vreamolifier that contains tuning capecitors 
desicned to resonate a Varian coil. The experimental coil was slichtly 
off the nreamslifier tıning range end was not orecisely resonnted. 

This also decreascd tne decay time. 


To determine if the 1161ء 3ه‎ ٣5 تا ۷۹۹۹ء۰‎ 71 16 0 
zation and not dus to DO polarization slone, the r.f. power annlied 
to the samle and was veried from zero to its maximum value, "Bth 
no r.f. power applied, no precession sirnal was observed. As the r.f. 


power was increased pest the point of minimum electron resonance sate 


uration, the sirnal amplitude incrensed. 


Scale! 


.2V/Cm Vertical 
.2 Sec/Cm Horiz. 
2 amp DC Pulse 


.2V/Om Vertical 
.2 Sec/Cm Horiz. 
25 ma DC 
fe=57.5 VOS 





Comparison of Normal and Dynemic Polarization 
Figure 25. 
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To demonstrate the increase in signal amplitude that results 
from dynamic polarization, the r.f. field was removed. The DC polar- 
izing current was then increased until a signal was obtained whose peak 
amplitude was equal to that of the signal observed with dynamic polar- 
ization. Fig. 253 shows the result of this test. To obtaınztiezunper 
Signal, a 2 ampere DC pulse was used to polarize the sample. The 
lower signal was obtained using a 25 milliampere DC pulse and dynamic 
polarization. The pulse duration was the same for both cases. 

For given r.f. oscillator frequency and input power, the signal 
amplitude was observed to vary with the value of the applied DC polar- 
izing field. Values of signal amolitude and DC volarizing current were 
recorded for two different values of electron resonance frequency. The 
results, which are, in effect, a tracing out of the electron resonance 
lines, are shown in Fig. 24. For a frequency of 55.5 MC, two peaks in 
Signal amplitude, corresponding to the saturation of two electron 
resonance lines, were noted. The current pulse "n to obtain the tore. 
resonance line represents the minimum current which may be used. From 
the field corresponding to this current, the saturation, s', is found 
to be greater than 0.8, the condition required for maser oscillation. 
Note that the value of field for the 57.5 MC frequency may not be used 
to calculate saturation, since the greater portion of the pulse merely 
serves to provide the ambient field required to give an electron reson- 
ance frequency equal to that of the r.f. oscillator. The + ۵ ይሮ 
of the second resonance line is most probably due to inhomogeneities 
in the polarizing magnetic field. The positions of the peaks compare 
favorably with those predicted by Fig. 18. 

Two, three, and four-turn r.f. coils were used in this experiment. 


The signal amplitude was smallest for the two-turn coil; largest for 
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the four-turn coil. The four-turn coil was used to obtain the results 
show in Fig. 24, 

The above results were obtained using a 0.01 molar solution of 
potassium peroxylamine disulfonate as the semple material. DPPH and 
benzophenone and sodium in tetrahydrofuran were tried using applied 
fields ranging from 0-20 gauss and frequencies ranging from 55-60 MCS. 
The Overhauser Effect was not observed with these materials. This is 
believed to be due to the short transverse relaxation time, In; of the 
materials so that only very low saturation was achieved. The failure 
to observe enhancement was not believed to be due to insufficient equip- 
ment sensitivity since, for peroxylamine disulfonate, the effect was 
observed for very low saturation, S'< 1/4, (o= S«| ) 

be The Maser Oscillator sxperiment. 

The procedure used to perform this experiment was to first set the 
frequency of the marginal oscillator using the technique described 8 
Section 7b. The feedback in the system was then veried until, with no 
r.f. power applied, the oscillator was just on the verge of oscillation. 
The r.f. power was turned on and increased until oscilletion started, 
Next, the feedback was adjusted to give a good level of oscillation. 
The r.f. power was reduced to nearly the minimum value necessary for 
sustained oscillation, to give incressed sample lifetime. 

The conclusion that the sinusoidal signal obtained was, in fact, 
due to maser oscillation and not due to self-sustained oscillation of 
the marginal oscillator, was based on the folloving observations. 

(1) As the r.f. power was decreased, the level of oscillation 
decreased until, finally, oscillation ceased, 

(2) As the radio frequency was varied above and below 55.5 MC, 


the level of oscillation decreased. 
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(3) As the frequency of the marginal oscillator was varied either 
side of the center frequency the level of oscillation decreased. If the 
oscillator frequency was varied far enough, oscillation ceased, 

(4) A metallic object was placed in the vicinity of the sample 
coil. Due to the chenge in the field strength caused by its presence, 
the oscillator frequency was observed to change. 

The signal obtained was fed to a period counter which cave a reading 
of signal period averaged over 10,000 periods. The output of the period 
counter was fed to a printer and to a chart recorder. A plot of the 
variation in signal period with time for approximately a one and one-half 
hour period is shown in Fig. 25. Full scale on the chart corresponds 
to 100 gamma. The dip in the curve at 1720 PST was caused by the presence 
of an automobile in the vicinity of the megnetometer coil. The spikes 
are caused by random digits generated in the counter. 

The sample used in this experiment was, again, potassium peroxyla- 
mine disulfonate. The sample was used continuously for a period of some 
16 hours with no noticeable decrease in signal amplitude. This repre- 
sents e significant improvement over the two to three hour lifetime 
reported in [10] . Deterioretion of the sample may be observed by loss 
of the light purple color present in a fresh solution. The sample used 
above showed only slight reduction in color after the 16 hours of use. 
Again, no results were obtained for the other two sample materials, 

DPPH and benzophenone and sodium in tetrahydrofuran. 

The 4-turn r.f. coil was used in this experiment. It was not 
matched to the 50 ohm transmission line. Both the two and three-turn 
coils were tried bit, the r.f. field produced by these coils was not 
sufficient to saturate the electron resonance adequately, although 


they were entirely satisfactory for use with the MFP magnetometer, 
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Direct Recording of maser Oscillator Frequency 
Figure 26, 


65 








To further demonstrate the advantages of the maser oscillator as 
a magnetometer some means of direct continuous frequency measurement is 
desirable. This was accomolished by generating the 24rd harmonic of 
the signal frequency (~ 49795 cps). This harmonic was mixed with a 
stable 50 KCS source and the difference frequency (~205 cps) was 
measured with an analog frequency meter. This represented the simolest 
means of obtaining a suitable measurement accuracy using available 
laboratory equipment. Recordings were made for ten gamma full scale 
to an accuracy of about 1% of full scale. A sample recording is 
shown in Fig. 26. In the upper figure two passes of ea one-half sound 
hammer about three to four feet from the magnetometer head are indicated 
by derivative signal of the form LN » as marked in the 
figure. Passing the hammer much closer to the coils resulted in 
driving the recorder off scale and/or loss of maser oscillation. Upon 
removal of the hammer, normal oscillation returned without any equip- 
ment adjustment. The lower charts in Fig. 26 are two thirty-minute 


records of ambient field fluctuations. 
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9. Conclusions. 

From the results of the experiments described in this paper, 
several conclusions may be drawn regarding the use of dynamic polariza- 
tion in nuclear resonance magnetometers. These fall into two areas, 
equipment and sample materials. 

The modified free precession magnetometer, while valuable for 
observing the effects of dynamic polarization, appears to have few, 
if any, advantages over the standard version. The same type of signal 
is obtained from each, offering no improvement in either available 
measuring time or accuracy. The decrease in size and weight resulting 
from the smaller DC power supply is offset by the added weight and 
complexity of the radio frequency circuit. The sample that must be used 
is more expensive and difficult to handle than those used in the standard 
magnetometer. 

The primary advantage of the maser oscillator is the continuous 
field measurement that it allows. Although it was not demonstrated 
experimentally, the maser oscillator inherently provides a capability 
for more accurate field measurement than does the free precession mag- 
netometer. The large DC power supply and switching and timing circuits 
necessary in the free precession magnetometer are eliminated. They are 
replaced by a simple radio frequency circuit having modest power re- 
quirements. 

Of the sample materials tested, results were obtained with potassium 
peroxylamine disulfonate alone. The only limitation on the use of this 
material appears to be its lifetime. While it was shown that the mater- 
jal could be used continuously for periods in excess of 16 hours, in a 
working magnetometer the material should have a useable lifetime’ of 


several months. This is particularly necessary in military applications. 
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Based on the above, it is felt that the advantages gained from 
using dynamic polarization in a nuclear resonance magnetometer of the 
maser oscillator type would justify an extensive research effort aimed 


toward discovering a suitable free-radical material. 
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APBESEDIA 9 
Modulated Field Approach 

In order to demonstrate the advantage of using the Overhauser 
affect it would be desirable to operate the equipment both with and 
without the Overheuser Effect enhancement. In this regard the methods 
used should be as compatiblo as possible so that realistic comparisons 
may be made. 

One method of observing nuclear resonance is the modulated field 
technique shown ín Fig. 28. As the field is swept through the value 
corresponding to the particular frequency of the oscillator there is 
a resonant absorption in the sample coil. Near resonance the absorption 


varies as shown in Fig. 27. 
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In the absence of the sample material there is no coupling between 

the sample and sweep coils which are oriented at richt anglos. The 
nuclear Pus of the sample provide the only coupling between the coils. 
If a voltage at the nuclear resonant frequency is applied to the detec- 
tion coils this signal will be amplitude modulated at the sweep frequency. 
The presence of the amplitude modulation is an indicetion of the occur- 
rence of resonance in the sample. ‘here the resonant line width of the 
sample is wider than the field sweep then the effect of the resonant 
absorption is shown by Fig. 27. hen the sweep field is greater than 
the line width then the modulation should be a replica of the ‘resonance 
line. The following paragraphs describe the modulated field system 


showm in Fig. 28. 
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= 1 MARGINAL 
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Modulated Field System Block Diagram 





Figure 28, 
The er pair is used to vary the earth's field at a low 
frequency rate. The frequency is chosen to be slow gs aso sana 
with the nuclear signal frequency of approximately 2 KC. The marginal 


oscillator signal period is 0.5 msec, and for a 60 cps field sweep 
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rate, a full trace would be completed in half the period or 8.3 msec. 
This sweep period covers only 16 cycles of the oscillator frequency 
giving little chance to average out any noise on the oscillator simal 
or in fact to observe a change in the amnlitude. A 10 cps field sweop 
rate gives a 50 msec period and a more adequate 100 cycles of the sig- 
nal are observed during the duration of the field sweep. For the 
Helmholtz coils the center field may be computed using the formula for 


the field induced along the axis of a circular coil. 





Helmholtz Sweep Coils 


Figure 29. 
H center _ Ny*Caq ٦ 
(per coil) 2 E 
where: r= aterra = ra] 2 
3 
For the experimental set up: 
N = 100 turns per coil o = -1015m 
ና = ,076ኤ X =“ , 0572 
r = .0891m 
hup ከ ብወ 
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Assume that the maximum peak field required is 0.5 oersteds, the value of 


the 711712 7511: Then; 


l. 5 x 59.4 ma . 


۸ laboratory signal generator may bo used to drive a current generator 


as shown below. 


20K l 10 2 
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Helmholtz Coil Driver 
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Figure 50. 
Consider the sample to be used. For water 1 < 75-2.5 5965 Thus a 
sweep rate of about 1 cps or less must be used to allow the lattice 
to return to equilibrium between a. However, it is possible to 
"dope" the water sample with paramagnetic impurities thus shortening 
the relaxation time as well as improving the steady state signal. 
The line width must also be considered since, as the relaxation time 
is shortened, the line width increases. For maximum sensitivity a 
minimum line width is desirable. A pure water samole has a line width 
on the order of a few milligeuss. The relationship between line width, 
sweep frequency and relaxation time may be seen from the following 


equation and from the considerations previously given for sweep rate. 
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L = line width 


— l 


For this case § = Sp = 2.67528 x 10^ 1 ° 
sec-oerstod 


To obtain such a sample as described a copper sulfate doped water was 
chosen, The amount of doping can be determined from Fig. 31, taken 


from N. Bloemenbergen's "Nuclear Magnetic Relaxation", [13] à. 
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The Relexetion Tine of the Proton Resonance 
In Aqueous Solutions of Parsmagnetic Salts 
Figure و‎ 
Consider the effect of absorption on the tuned circuit of the marginal 


oscillator. Assume that the "r.f," field produces negligible saturation, 


MARGINAL 


OSCILLATOR 
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Define the following: 
W =2m\) resonant frequency 
Ve = volume of the coil 
— filling factor 
| = inductance of the coil 
Va = volume of the sample 
< ۵ 
Ho = the Earth's Field Intensity 


2H couwt= "r,f." field applied across the coil by the 
marginal oscillator 


نا کت 
where: + => WW = — ñ Ho > O‏ 
Wo = "IH,< O‏ = — 
L = current in the signal coil‏ 


= T cos yt = vë (T ty 
O = flux in the coil de ela 
— i p Sol) 


M, = component of nuclear magnetization along the 
"r.f." field which exists only within the coil 


= re Co x hH, e Tot ) 


where: 


X = the complex "r.f." susceptibility which exists 
essentially only at resonance 


= 7 
hence: 
B — the flux of the induction vector across the coil 
=HianM 
xke [EC ٦٣ Sa 
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.-> 
From the result for B above, the inductance in the presence of nuclear 


resonance may be defined as a complex quantity, i.e. 


Lr LG emm») 


The tuned circuit will develop a voltage ecross its terminals proportional 
to the parallel impedance. When external loading on the tank is neg- 
ligible, this is given by 


z = ` NN 
| 
| 77 


oc) 


At resonance: 





: و سرب 10 9 4۲۲+ ۱ ]ج‎ x 
HAtr mx - a. 


2 a 
where: R == m the shunt resistance of the circuit 





Q = the unloaded Q of the coil 
Q> 1 à 
The quantity X is larger than the DC susceptibility by e factor 
GY. but remains a small number except in strong r.f. fields. 


AW 


Since & >> 1, the impedance becomes 


= R[I-J4rQ x] 


< ۱۳ | (۵ E E 
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ik» = ሙ چ-‎ (በ. = k 


sI di a =‏ تک 
m ——‏ 








When the earth's field is swept through resonance there is a relative 


change in Z and hence a relative change in voltage given by 


ከህ meros 


and for » the relative amplitude change is 


| |-3ጪ4ፕፒኙ|፦) 


XK‏ + نج 


The susceptibility in the absence of en "r.f." field is 


Xo = MITAD An 


IET 
مت‎ | 6 O ኔስ; ንን for protons. 
The complex susceptibility is given by 
፣ ርህንን መ 11/2 CX, Wo FCW) . 


Assume the resonance line has a Lorentzian shape, then 


ftw) = T | ۱ 
ፐ 1+ር9)-:ክህ)ኒ)” ፐኋ* 
Define A = the half width at half intensity 
1/7, . . 


Substituting gives 


US = ٢ Wo 1.2 Xo = ےم‎ Go 
e ZA 


ጂፉ = ہک‎ Wo Tr کے‎ ° 
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This equation shows the disadventage of performing the experiment at 
low fields. The factors ولا‎ T, and N are functions of the material 
end coil arrangement. The sensitivity is thus determined by the fre- 
quency, recall Wo= óe H and Q is proportionel toW . High Q@ circuits 
are notably easier to obtain as the frequency goes up. For the parti- 


cular arrangement chosen for this experiment 


oV = በር 
۷ 


Recall that a short T, is desired to allow adequste spin relaxation 
between field sweeps, or a very slow sweep must be utilized. In 


any case the sensitivity in low fields is very poor. 
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APPENDIX B 
Sample Preparation 
The following paragraphs describe the preparations and handling 
of the various samples used in the experiments discussed in Sections 7 
and 8. 


Je Potassium Peroxylamine Disulfonate, K, (803 ),NO 


The sample used was a .Ol molar solution in 250 ml of doubly- 
distilled, dust-free water. The distilled water was placed in the 
sample container end the pH was adjusted to 9-10 with sodium hydroxide, 
NaOH. At room temperature the strength of an unedjusted solution will 
decay rapidly. The Ko (S03) NO powder was then added to the distilled 
water and the solution deoxygenated by bubbling nitrogen gas through 
it. The container was then sealed to make it airtight. If properly 
handled when in use, the sample should be useable for several days. 
Decay of the sample is indicated by a change in color from light purple 
to clear. When not in use, the sample should be refrigerated or frozen. 


2. 2,2 - Diphenyl - 1 - Picrylhydrazyl (DPPH), (N05)  OgHANN (CoH. )p 


The sample used was a „Ol molar solution in 250 ml of benzene. A 
solution of DPPH in benzene will decompose rapidly in the presence of 
oxygen. Therefore, the benzene was first placed in the samole container 
and deoxygenated by bubbling nitrogen gas through it. The DPPH crystals 
were then added to the benzene and the glass container sealed, making 
it airtight. The sample should be kept refrigerated when not in use, 

2.  Benzophenone and Sodium in Tetrahydrofuren 

This semple requires great care in preparation or the solution 
will decay rapidly. The Tetrahydrofuren (THF) was first dried over 


calcium hydride, Cef, separated from the CeH,, end distilled. Nitrogen 
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gas was babbled through the THF to deoxygenate it.  Benzophenone was 
then added to make a .2 molar solution. Small pieces of freshly cut 
sodium were then added to the solution of THF and benzophenone. The 
reaction was complete in approximetely an hour. 100 ML of dry THF 

were placed in each sample container and 20 ML of the solution were 
added to each container. The resulting solution was dark blue in color 
and had about a .02 molar concentration. Again, when not in use, the 


sample should be refrigerated. 
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APPENDIX C 


Zquipment Circuit Diagrams 
This appendix contains the circuit diagrams for the equipment 


constructed for use in the maser oscillator. 
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